[Mechanical testing of hardness, tensile strength and ultimate elongation of prosthetic materials of plastic and elastic].
Mechanical examinations of endothesis materials were carried out aside from microscopic, physical, and chemical trials in a program of testing the biostability of such materials. The results are reported, and the changes of their using value by the course of time are discussed.